CERTIFICATION by CUSTODIAN of RECORDS
Tueson Police Department Crime Laboratory /Fm

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

GO0t o[ FS ) maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: 2 [23/05 Call 0.080 AC Cal2 0.03F AC

Date:  /UA- _Call AC Cal2 AC
Date:  A) A4 Cal 1 AC Cal2 AC
Between the dates of N A and Nt

the instrument was working properly and accurately.

The instrument was taken out of service for repair on / / AL, / ?5
The instrument was returned to serviceon _ 2/23/p 5

—

éﬁ-...

[rene Doran

S [os—

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this \ , day of

March 2005,

-

- - OFFICIAL SEAL
G5 KATHY A. KINNEY
==l NOTARY PUBLIC-ARIZONA |
; PIMA COUNTY ‘
"My Comm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327. Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




MEMORANDUM

DATE: February 2, 2005

TO: Applied Electronics FROM: Jennifer L. Coombs f { L
448 Grand Avenue Tucson Police Department /W™
Eagle, CO 81631 Crime Laboratory

270 S. Stone Avenue
Tucson, AZ 85701-1917

SUBJECT: Intoxilyzer 5000 Maintenance and Repair

Enclosed is Intoxilyzer 64-001226 (#8) and a breath hose from another instrument.

Reason: Intox #8 - An officer reported the printer was sticking. During my testing the printer
jammed intermittently.

Breath hose is not heating properly.

Please repair.

Pursuant to section 28,1327, Anzona Revised
Statutes, this document is a certiffed duplicate of
the information contained in compuler storage
devices of the Tucson Police Department.




CUSTOMER SERVICE REPORT w
| RECEIVED FROM ot 2= ~0G SHIP TO ]
CLISTOMER __:nm on folics h%mnvu CUSTOMER
DEPT: @i ek REC'D via (LS DEPT,
STREET .‘WW O RW., \W._"ﬂd._,.__..la[ h.?.cur STREET Pursuant Lo section 28,1327, Arizena Revised
CITY ||___<J|ﬂ_|n.ln i i COD CHARGE CITy ﬂu:;mﬁ :._._m ;E.::._n_..___. is a cerlified .ﬂ_:m_.z,.ﬂn,_..._*.
e information contained in compuler slorage
STATE \.M,__.H.. ZIP Mu.m _m.\ﬁ_ * STATE devices of the Tueson Police Departmenl
ATTEN; ) P.0, NO. ATTEN;
PHONE ( ) | PHONE ( )
EQUIPMENT RECEIVED INVENTORY S
MODEL .S coo CARRY ING CASE ] EXTENSION CARLE Ol KEYBOARD/CABIE [ Joru Y]
SERTAL MO, @ U-00{225b ECM CABLE E] TUNING FCRK POUCH ] PAT BCX B
ANTENNA SER.NO, REMOTE LLOCK [] TUNING FORK POUCH ] SIMULATOR []
ANTENNA SER .NO, DASH BRACKET O BATTERY PACK O BREATH Emmh\ MJJ X
E.C.M./VM SER.ND DECK BRACKET ] BATTERY CHARGER [] L]
TUNING FORK SER.NO. B BAIL BRACKET 0| A/C PORER CRRT ) ojre [
TUMING FORK SER MO, DESCRIPTION OF CHARGES ~———1PART NO.| @Ty [UNIT PRICE! TOTAL
MISC. SER.NO. :
CUSTOMER COMPLAINT / SERVICE REQUESTED Sl KooohS] |
rw,,.__.;.._rm}r il ing \ xk*ma_.‘?__mm.mwr.#l mhunﬂwwr _Lwn;l\m_:__fl 4| GDJM. e
Brecth hate NEE hoe TEN Breaths Wase ?M\c gHozs | |
]
CORRECTIVE ACTION TAKEN | (ol ioe, (oot /
WQGBQL }ia% S_ﬁn pE _TLr Hsy- — _
ool 2ok 1200 TOTAL PARTS
2.(c HES TOTAL LABCR
TAX
LY (je¢c  INSURANCE/ SHIPPING/HANDL ING
TOTAL

FACTORY AUTHORIZED WARRANTY

SERVICE FACILITY FOR ALL

Dg— AR ?ﬂﬂvul_ FRUOUCTS

| SILECTRONICS, INC.]

MWH_ \PPLIED
| S—

440 GRAND AVE. = P.0O, BOX B5A = EAGLE, OO B1831 « Phoha: (BT0] 323-5420




Pursuant tosection 28,1327, Anzona Revised fr?"’::_
Statutes. this decument is a certified duplicate of 5 anat
the mbormation contained in computer storage

@  CERTIFICATE OF
CALIBRATION

This is to certify that the calibration of INTOXILYZER®
serial number é'ff -0 /22 & , was tested and found to be in compliance
with the National Highway Traffic Safety Administration Standard
for Devices to Measure Breath Alcohol
(3.8 ER., No. 212 30459-30463 Nouv. 5, 1973.)

Date EEIT- / 7; 2608 Signedcﬂ’“-‘jF(:_ \-'IrARL.

Technician

Zfﬂ:_\‘ﬁpusn | SILECTRONICS |
| S

Factory Authorized Service Facllity For CMI/MPH Products




]Eﬂ 5@@_9”103 ?Ih <.

TECACLE . PR e 100, TS R FAGER. 4 A3 Phone; (870) 328-5420
Uyg 68 .
STATIMENT OF SERVICE WARRANTY
Applied Electronics warrants Ehalt any component having been
replaced, to be fres of defecks in

makberial and workmanship

for a period of 9p days from date ol derlivery to its customer.
This warranty is limited ke only conponerits that have baen
replaced during the rioair «f dour product.  Applied Electronics
obligation is limitad -o repairing or replacing as we may elect
of any component covered under Lhis servize warranty.

Any parts or components considerid “ove red by this warranty

i
shall be returned freight prepaia Lo Avplied Electronics.

)

Return freight shali L. paid hy applier Electronies,

This warrnaty may beo voided i1 | e provduck has besen adversely
effected or tampered with in SN Ly

This service warranty Lls separabo {rom the original manufacturers
warranty. In no eveabt shall Applied Electronics be liable for
any loss or damages arising ol ri

any such defective component
or workmanship,

Pursuant to section 281327, Arizona Reviged
Sm_utg. this document is & certified duplicate of
the nformation conlained in tomputer storage
devices of the Tucson Police Department,

B




VTR TUCSON POLICE DEPARTMENT
5 o) CRIME LABORATORY

A
A4 INTOXILYZER SERVICE RECORD

0)
QAS: fjff’!/?f Dﬁf’ﬁff"? #?(?33!

[ntoxilyzer Serial Number: & e Qf—rf &jd) (( #GC/ )

Date Returned to Service: /77 /ﬁj 5}/{; %7

Pursuant 10 section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department,




THIS REPORT PREPARED PUASUANT TO OUTY IMPOSED BY
ALA.C. RB-14-404 (&)
ARIZONA DEPARTMENT OF HEALTH SERVICES

ITY ASSURANCE BROCEDUEES /65\
LYZER MODEL 5000+

AGENCY Tucson Police QA SPECIALIST Trene Poram G 25/
(Frint Wams}

INTOXILYZER SERIAL & L Y¥—00/3220 (#§ LOCATION A7
DATE f:ﬂbvuafbf 232 1% oppg  CTIME &0

e Display reads “READY TO START™ or “PUSH BUTTON TO START
o AESEL
BLIAGNOSTIE TESTS
- BVM Test check, Setting should be betwesn .200 and =
L6000, Mods selection switch 52 on, 51 and 53 gff or
keyboard menu seleckticon “H"., Reading is ﬂ?’i—
el Dizplay Test check: Mods selection switch 51 oo and 52
and §3 off or keyboard menu seleccion “v”
M// Erinter Test check. Mode selection switch 5%, 52, 353
off or keyboard menu selection “p”
- Clock time check. Mode selection switch 810 oo orf
keyboard menu sslection “E". :
il Date check. Mods selection switch 511 on or keyboard
' mend selection “E".

OPERATIONAL TESTS
Vo Alcohol free subject Test result 0.000 AC
v Error recognition logic system functioning
Invalid test printed
e Proper sample recognition SYST?}
Invalid sample printed
Deficient sample printed.”

MR Completeness of sample purgs with collection tube**
v Calibration standard 0. ggd &G

Instrument operating praperly and accurately.

Resulcs: 0. {)ﬁ'-{)/"ct. S 0.0FFAC—
YES LS WD
COMMENTS

i 1
SIGNATURE C/W\L/ ,(Q{@\M
é/\_.-

M/A& alcohol concentration standard collected for subseguent
analysis.**

WITH OR WITHOUT VAPOR RECIRCULATION AZND WITHE OR WLITHOUT KEYBOARD
*+®THIS STEF IS ONLY REQUIRED IF TEIS DEVICE 15 BEING USED FOR
SAMPLE CAPIURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Reviged Starures, tis document is 2 cerified duplicate of the information contained in computer
sigrege devices of the Tusson Police Depanment,
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Pursuant to section 28-1327, Arizons Revised Starures, this decument is a certifed duplicate of the i

storage devices of the Tucson Polles Deparment




T'ucson Police Department Crime Laboratory
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Pursuant ta s=ction 28-1317, Arizona Revised Stannes, this document is 2 cersified duplicate of the information contzined in COMmpuicT
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EXHIBIT P

D
THIS REPOERT PREFARED PUBRSUBNT TO DUTY IMPOSED BY s
E.A.C., R9-14-404!(2)
ARIZOMA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+

STANDARD CALIBRATION CHECK PROCEDURE ’lig\

Agency Tucson Police Department Dats _d/,_,?k.;’/05 Time (DE¥0O
Intoxilyzer Serial # E“f—ﬁ%ﬂ;b?&{*ﬁf) Location g_;&zg
QA Specialist Lyene Doran ‘:%3,3)

{Print Name)

4

(2

=

-+ Pour a standard alcohol solution of known walue intso a
¢lean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0.0§V A

[ 2, Turn on the simulator and allew thHe CempeEraturse to
reach 34904 2%¢g,

e 3. Set Intoxilyzer mode ectlien in the ACA moda by

52l

switeching mode selection switch #5 on or selecting ™c”
on kevboard menu.

i v/ﬂ 4. Attach simulator to the simulator entrance port on the
Intoxilyzer,

Gt B Intoxilyzer 5000 display reads “READY TO STARTY or
"PUSH BUTTON". .

( A &. Push Start Test button or press enter on keyboard.

(A 7. Insert card in response to display.

{,f 8. BRir blank completed.

{ v A 9. Calibration check completed.
Test results 0. 0D ¢ 0.0 FF AC

o) 10. Air blank complsted.

Vs 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

( V/T l12. Return mode selection switch #9 to off oposition after
all calibration checks are complete or type @ and enter

on board.
SIGNATURE /(9-‘67{,;_1____
A

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EKEYBOARD

DHE/DSLS/Form €116 (Rev. 7-83)

Pursuant to section 28-1327, Arizona Revised Stanues, this document is a cerdfied duplicate of the information conmained in computer
storage devices of the Tucson Police Department
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 this document is a certified duplicate of the information contained in computer

Pursuant to section 28-1327, Arizona Revised Stanutes
storage devices of the Tucson Palice Department.



